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Accutest LabLink@110796 12:12 10-Mar-2011

Sample Summary

GEI Consultants, Inc.

Job No: M91651R
Canton Airport Canton MA
Project No: 09382-2
Sample Collected Matrix Client
Number Date Time By Received Code Type Sample 1D
M91651-43R 05/24/10 12:31 SSH 05/25/10 SO  Soil 093822-HS-BB-1
M91651-52R 05/24/10 12:40 SSH 05/25/10 SO  Soil 093822-HS-BB-2
M91651-75R 05/24/10 13:03 SSH 05/25/10 SO  Soil 093822-HS-AZ-5
M91651-76R 05/24/10 13:04 SSH 05/25/10 SO  Soil 093822-HS-BA-5
M91651-77R 05/24/10 13:05SSH 05/25/10 SO  Soil 093822-HS-BB-5
M91651-85R 05/24/10 13:13 SSH 05/25/10 SO  Soil 093822-HS-BD-3
M91651-86R 05/24/10 13:14 SSH 05/25/10 SO  Soil 093822-HS-BD-4
Soil samples reported on a dry weight basis unless otherwise indicated on result page.
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EACCUTEST

Laborateries

SAMPLE DELIVERY GROUP CASE NARRATIVE

Client:  GEI Consultants, Inc. Job No M91651R

Site: Canton Airport Canton MA Report Date  7/19/2010 3:02:33 PM

7 Sample(s) were collected on 05/24/2010 and were received at Accutest on 05/25/2010 properly preserved, at 2.9 Deg. C and
intact. These Samples received an Accutest job number of M91651R. A listing of the Laboratory Sample ID, Client Sample ID and
dates of collection are presented in the Results Summary Section of this report.

Except as noted below, all method specified calibrations and quality control performance criteria were met for this job. For more
information, please refer to QC summary pages.

Extractables by GC By Method SW846 8082
Matrix: SO Batch ID: 0OP21765

= All samples were analyzed within the recommended method holding time.
= All method blanks for this batch meet method specific criteria.
= Sample(s) M92047-1MS, M92047-1MSD were used as the QC samples indicated.

= Matrix Spike Duplicate Recovery(s) for Aroclor 1260 are outside control limits. Outside control limits due to possible matrix
interference.

= Sample(s) M91651-43R, M91651-52R, M91651-75R, M91651-76R, M91651-77R, M91651-86R have Tetrachloro-m-xylene,
Decachlorobiphenyl outside control limits due to dilution.

= M91651-52R, M91651-75R, M91651-76R, M91651-77R, M91651-86R for Decachlorobiphenyl: Outside control limits due to
possible matrix interference.

Matrix: SO Batch ID: OP22006

= All samples were analyzed within the recommended method holding time.

= All method blanks for this batch meet method specific criteria.

= Sample(s) M92489-8MS, M92489-8MSD were used as the QC samples indicated.

= MS/MSD Recovery(s) for Aroclor 1260 are outside control limits. Outside control limits due to possible matrix interference.

= M91651-85R for Decachlorobiphenyl, Tetrachloro-m-xylene: Outside control limits due to dilution.

= M91651-85R, OP22006-MS, OP22006-MSD for Decachlorobiphenyl: Outside control limits due to possible matrix interference.

Wet Chemistry By Method SM21 2540 B MOD.
Matrix: SO Batch ID: GN32284 ‘

=  Sample(s) M91651-43RDUP were used as the QC samples for Solids, Percent.

Matrix: SO Batch ID: GN32382 ‘

= Sample(s) M92912-9DUP were used as the QC samples for Solids, Percent.

The Accutest Laboratories of New England certifies that all analysis were performed within method specification. It is further
recommended that this report to be used in its entirety. The Accutest Laboratories of NE, Laboratory Director or assignee as verified
by the signature on the cover page has authorized the release of this report(M91651R).

Monday, July 19, 2010 Page 1 of 1
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Sample Results

Report of Analysis
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Accutest LabLink@110796 12:12 10-Mar-2011

Report of Analysis

Page 1 of 1

Client Sample ID: 093822-HS-BB-1

Lab Sample ID: M91651-43R Date Sampled: 05/24/10

Matrix: SO - Soil Date Received: 05/25/10

Method: SW846 8082 SW846 3540C Percent Solids: 91.9

Project: Canton Airport Canton MA
File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch

Run #1 EF77883.D 1 06/26/10 SL 06/25/10 OP21765 GEF3497

Run #2 EF77922.D 250 06/27/10 SL 06/25/10 OP21765 GEF3498
Initial Weight  Final Volume

Run #1 15.6 g 10.0 mi

Run #2 15.6 g 10.0 mi

PCB List

CAS No. Compound Result RL Units Q

12674-11-2 Aroclor 1016 ND 100 ug/kg

11104-28-2 Aroclor 1221 ND 100 ug/kg

11141-16-5 Aroclor 1232 ND 100 ug/kg

53469-21-9 Aroclor 1242 ND 100 ug/kg

12672-29-6  Aroclor 1248 ND 100 ug/kg

11097-69-1 Aroclor 1254 ND 100 ug/kg

11096-82-5 Aroclor 1260 1080002 26000 ug/kg

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

877-09-8 Tetrachloro-m-xylene 96% 0% b 30-150%

877-09-8 Tetrachloro-m-xylene 92% 0% 30-150%

2051-24-3  Decachlorobiphenyl 113% 0% b 30-150%

2051-24-3  Decachlorobiphenyl 107% 0% b 30-150%

(a) Result is from Run# 2
(b) Outside control limits due to dilution.

ND = Not detected
RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound

@ ACCUTEST
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Accutest LabLink@110796 12:12 10-Mar-2011

Report of Analysis

Page 1 of 1

Client Sample ID: 093822-HS-BB-2

Lab Sample ID: M91651-52R Date Sampled: 05/24/10

Matrix: SO - Soil Date Received: 05/25/10

Method: SW846 8082 SW846 3540C Percent Solids: 87.8

Project: Canton Airport Canton MA
File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch

Run #1 EF77884.D 1 06/26/10 SL 06/25/10 OP21765 GEF3497

Run #2 EF77962.D 2000 06/28/10 SL 06/25/10 OP21765 GEF3499
Initial Weight  Final Volume

Run #1 15.6 g 10.0 mi

Run #2 15.6 g 10.0 mi

PCB List

CAS No. Compound Result RL Units Q

12674-11-2 Aroclor 1016 ND 110 ug/kg

11104-28-2 Aroclor 1221 ND 110 ug/kg

11141-16-5 Aroclor 1232 ND 110 ug/kg

53469-21-9 Aroclor 1242 ND 110 ug/kg

12672-29-6  Aroclor 1248 ND 110 ug/kg

11097-69-1 Aroclor 1254 ND 110 ug/kg

11096-82-5 Aroclor 1260 8380002 220000 wug/kg

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

877-09-8 Tetrachloro-m-xylene 96% 0% b 30-150%

877-09-8 Tetrachloro-m-xylene 90% 0% 30-150%

2051-24-3  Decachlorobiphenyl 155% ¢  0%DP 30-150%

2051-24-3  Decachlorobiphenyl 191% ¢  0%b 30-150%

(a) Result is from Run# 2
(b) Outside control limits due to dilution.
(c) Outside control limits due to possible matrix interference.

ND = Not detected
RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest LabLink@110796 12:12 10-Mar-2011

Report of Analysis Page 1 of 1
Client Sample ID: 093822-HS-AZ-5
Lab Sample ID: M91651-75R Date Sampled: 05/24/10
Matrix: SO - Soil Date Received: 05/25/10
Method: SW846 8082 SW846 3540C Percent Solids: 94.3
Project: Canton Airport Canton MA
File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 EF77886.D 1 06/27/10 SL 06/25/10 OP21765 GEF3497
Run #2 EF77964.D 20000 06/28/10 SL 06/25/10 OP21765 GEF3499
Initial Weight  Final Volume
Run #1 15.8¢g 10.0 mi
Run #2 15.8¢g 10.0 mi
PCB List
CAS No. Compound Result RL Units Q
12674-11-2 Aroclor 1016 ND 100 ug/kg
11104-28-2 Aroclor 1221 ND 100 ug/kg
11141-16-5 Aroclor 1232 ND 100 ug/kg
53469-21-9 Aroclor 1242 ND 100 ug/kg
12672-29-6  Aroclor 1248 ND 100 ug/kg
11097-69-1 Aroclor 1254 ND 100 ug/kg
11096-82-5 Aroclor 1260 10800000 @ 2000000 ug/kg
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
877-09-8 Tetrachloro-m-xylene 111% 0% b 30-150%
877-09-8 Tetrachloro-m-xylene 96% 0% 30-150%
2051-24-3  Decachlorobiphenyl 407%°¢  0%P 30-150%
2051-24-3  Decachlorobiphenyl 476%°C¢  0%°P 30-150%

(a) Result is from Run# 2
(b) Outside control limits due to dilution.
(c) Outside control limits due to possible matrix interference.

ND = Not detected
RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest LabLink@110796 12:12 10-Mar-2011

Report of Analysis

Page 1 of 1

Client Sample ID: 093822-HS-BA-5

Lab Sample ID: M91651-76R Date Sampled: 05/24/10

Matrix: SO - Soil Date Received: 05/25/10

Method: SW846 8082 SW846 3540C Percent Solids: 93.9

Project: Canton Airport Canton MA
File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch

Run #1 EF77887.D 1 06/27/10 SL 06/25/10 OP21765 GEF3497

Run #2 EF77965.D 20000 06/28/10 SL 06/25/10 OP21765 GEF3499
Initial Weight  Final Volume

Run #1 15.5¢g 10.0 mi

Run #2 15.5¢g 10.0 mi

PCB List

CAS No. Compound Result RL Units Q

12674-11-2 Aroclor 1016 ND 100 ug/kg

11104-28-2 Aroclor 1221 ND 100 ug/kg

11141-16-5 Aroclor 1232 ND 100 ug/kg

53469-21-9 Aroclor 1242 ND 100 ug/kg

12672-29-6  Aroclor 1248 ND 100 ug/kg

11097-69-1 Aroclor 1254 ND 100 ug/kg

11096-82-5 Aroclor 1260 8490000 2 2100000 ug/kg

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

877-09-8 Tetrachloro-m-xylene 92% 0% b 30-150%

877-09-8  Tetrachloro-m-xylene 94% 0% 30-150%

2051-24-3  Decachlorobiphenyl 283% ¢ 0% b 30-150%

2051-24-3  Decachlorobiphenyl 396% ¢ 0% b 30-150%

(a) Result is from Run# 2
(b) Outside control limits due to dilution.
(c) Outside control limits due to possible matrix interference.

ND = Not detected
RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest LabLink@110796 12:12 10-Mar-2011

Report of Analysis

Page 1 of 1

Client Sample ID: 093822-HS-BB-5

Lab Sample ID: M91651-77R Date Sampled: 05/24/10

Matrix: SO - Soil Date Received: 05/25/10

Method: SW846 8082 SW846 3540C Percent Solids: 91.2

Project: Canton Airport Canton MA
File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch

Run #1 EF77888.D 1 06/27/10 SL 06/25/10 OP21765 GEF3497

Run #2 EF77966.D 2000 06/28/10 SL 06/25/10 OP21765 GEF3499
Initial Weight  Final Volume

Run #1 15.3¢g 10.0 mi

Run #2 15.3¢g 10.0 mi

PCB List

CAS No. Compound Result RL Units Q

12674-11-2 Aroclor 1016 ND 110 ug/kg

11104-28-2 Aroclor 1221 ND 110 ug/kg

11141-16-5 Aroclor 1232 ND 110 ug/kg

53469-21-9 Aroclor 1242 ND 110 ug/kg

12672-29-6  Aroclor 1248 ND 110 ug/kg

11097-69-1 Aroclor 1254 ND 110 ug/kg

11096-82-5 Aroclor 1260 7710002 210000 ug/kg

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

877-09-8 Tetrachloro-m-xylene 104% 0% b 30-150%

877-09-8 Tetrachloro-m-xylene 102% 0% 30-150%

2051-24-3  Decachlorobiphenyl 95% 0% b 30-150%

2051-24-3  Decachlorobiphenyl 155% ¢  0%bP 30-150%

(a) Result is from Run# 2
(b) Outside control limits due to dilution.
(c) Outside control limits due to possible matrix interference.

ND = Not detected
RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest LabLink@110796 12:12 10-Mar-2011

Report of Analysis

Page 1 of 1

Client Sample ID: 093822-HS-BD-3

Lab Sample ID: M91651-85R Date Sampled: 05/24/10

Matrix: SO - Soil Date Received: 05/25/10

Method: SW846 8082 SW846 3540C Percent Solids: 88.0

Project: Canton Airport Canton MA
File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch

Run #1 EF78760.D 1 07/18/10 SL 07/17/10 OP22006 GEF3521

Run #2 EF78841A.D 10000 07/19/10 SL 07/17/10 OP22006 GEF3522
Initial Weight  Final Volume

Run #1 15.2¢g 10.0 mi

Run #2 15.7¢9 10.0 mi

PCB List

CAS No. Compound Result RL Units Q

12674-11-2 Aroclor 1016 ND 110 ug/kg

11104-28-2 Aroclor 1221 ND 110 ug/kg

11141-16-5 Aroclor 1232 ND 110 ug/kg

53469-21-9 Aroclor 1242 ND 110 ug/kg

12672-29-6  Aroclor 1248 ND 110 ug/kg

11097-69-1 Aroclor 1254 ND 110 ug/kg

11096-82-5 Aroclor 1260 18300002 1100000 ug/kg

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

877-09-8 Tetrachloro-m-xylene 123% 0% b 30-150%

877-09-8  Tetrachloro-m-xylene 101% 0% 30-150%

2051-24-3  Decachlorobiphenyl 176% ¢  0%DP 30-150%

2051-24-3  Decachlorobiphenyl 202% ¢ 0% b 30-150%

(a) Result is from Run# 2
(b) Outside control limits due to dilution.
(c) Outside control limits due to possible matrix interference.

ND = Not detected
RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest LabLink@110796 12:12 10-Mar-2011

Report of Analysis

Page 1 of 1

Client Sample ID: 093822-HS-BD-4

Lab Sample ID: M91651-86R Date Sampled: 05/24/10

Matrix: SO - Soil Date Received: 05/25/10

Method: SW846 8082 SW846 3540C Percent Solids: 91.8

Project: Canton Airport Canton MA
File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch

Run #1 EF77890.D 1 06/27/10 SL 06/25/10 OP21765 GEF3497

Run #2 EF77928.D 1000 06/27/10 SL 06/25/10 OP21765 GEF3498
Initial Weight  Final Volume

Run #1 15.0¢9 10.0 mi

Run #2 15.0¢9 10.0 mi

PCB List

CAS No. Compound Result RL Units Q

12674-11-2 Aroclor 1016 ND 110 ug/kg

11104-28-2 Aroclor 1221 ND 110 ug/kg

11141-16-5 Aroclor 1232 ND 110 ug/kg

53469-21-9 Aroclor 1242 ND 110 ug/kg

12672-29-6  Aroclor 1248 ND 110 ug/kg

11097-69-1 Aroclor 1254 ND 110 ug/kg

11096-82-5 Aroclor 1260 6190002 110000 ug/kg

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

877-09-8 Tetrachloro-m-xylene 105% 0% b 30-150%

877-09-8 Tetrachloro-m-xylene 108% 0% 30-150%

2051-24-3  Decachlorobiphenyl 119% 0% b 30-150%

2051-24-3  Decachlorobiphenyl 173% ¢ 0%b 30-150%

(a) Result is from Run# 2
(b) Outside control limits due to dilution.
(c) Outside control limits due to possible matrix interference.

ND = Not detected
RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Misc. Forms

Custody Documents and Other Forms

Includes the following where applicable:

= Certification Exceptions

= Parameter Certifications (MA)
= Chain of Custody

= MCP Form

= Sample Tracking Chronicle
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s . Laboratory Job #
Chain-of-Custody Record Laboratory:  Accutest SR ) MaIGS) .
Project Information. ] &

. j
I‘@’ Project Name: Canton Alrport Project Location: Canton, MA Page 1 of 10

G E I Consultants Project Number: 09382-2 Project Manager Anna Lelfer

400 Unicorn Park Drive Send Report to: Ray Siegener
Woburn, MA 01801
PH: 781.721.4000
FX: 781.721.4073

Samples Field
Filtered

YES NA

Sampled Shipped
With lce

Send EDD to: labdata@gsiconsultants.com

If Yes, Are MCP Analytical Methods Required?
if Yes, Are Drinking Water Samples Submitted?
If Yos, Have You Met Minimum Field QC Requirements?

'CBs by manual soxlet |-

v- ~
extraction

xxxxxxxxxxxxp

093822-HS-DUP-6 §/24/2010
093822-HS-DUP-7 5/24/2010
093822-HS-DUP-8 5/24/2010
093822-HS-DUP-9 5/24/2010
093822-HS-DUP-10 5/24/2010
093822-HS-AS.5-16.5 5/24/2010
093822-HS-AT.5-16.5 $/24/2010
093822-HS-AU.5-16.5 $/24/2010
093822-HS-AV.5-16.5 5/24/2010
093822-HS-AW.5-16.5 5/24/2010
093822-HS-AS.5-17.5 5/24/2010
093822 HS-AT 5-17.5 5/24/2010

Hobl /Free %]

Hold /s :P/W
|
.L

Holo \{/"n%—?&

Before submitting rush
4 4 x{tumaround samples, you must
Normal __ X__ — notify the laboratory to confirm

10-Day that the TAT can be achieved.

5-& 3-Day -

cu o Additional Requirementslécmmenwlemarksv e
MANUAL SOXLET EXTRACTION REQUIRED.

~JDCRRATESAPPLY.  ~ /- j:"b — 1

Date : : Recer " (sk LA
o | seavedby ) CAUTION- POTENTIAL ELEVATED PCBS, (= 2.T<

b//,f[ (o 4, [,,‘: %{ é gg ware coll on 5/24110. sample labels say 5/25/10 and are

Incorrect.

5/25/2010
C:\Documents and Seftings\kwolfe\Desktop\Cantan COG 5-24-10.xis

M91651R: Chain of Custody
Page 1 of 13
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Chain-of-Custody Record

Laboratory:

Accutest

(Lab use onw

Laboratory Job #

ralgst -

©

Consultants

GEl

400 Unicorn Park Drive
Wokurn, MA 01801
PH: 781.721.4000

Project 'In,fq-‘matior‘l‘

Project Name: Canton Airport

Project Location: Canton, MA

Page 2 of 10

Project Number: 09382-2

Pro;eot Manager Anne Leifer

Send Report to: Ray Siegener

Send EDD to: labdata@gsiconsultants.com

Ptaséﬁtatl /e

Samples Field

11

T

Analysts, - ’

Filtered

FX:781,721.4073

YES NA

Sampled Shipped
With Ice

If Yes‘ Are Mcp Analyﬂcal Methods Requxred'?
If Yes, Are Drinking Water Samples Submitted?
If Yes, Have You Met Minimum Field QC Requirements?

PCBs by manual soxlet |, 7

extraction

SSH
SSH
8SH
SSH
SSH
SSH
SSH
SSH
SSH
SSH
SSH
SSH

5/24/2010
5/24/2010
5/24/2010
5/24/2010
5/24/2010
5/24/2010
5/24/2010
5/24/2010
5/24/2010
5/24/2010
5/24/2010

093822-HS-AT.5-16 5/24/2010 1
IGES et meﬁmm ‘Weﬁtheﬁ" 'stand; : ot for,al aﬂab#.és*ﬂ,z T ) Tim “|Before submitting rush
Xy ot vl ) L i iy S S ‘days)ic: " . ¢ dturnaround samples, you must
notify the laboratory to confirm

that the TAT can be achieved.

093822-HS-AU.5-17.5
093822-HS-AV.5-17.5
093822-HS-AS.5-18.5
093822-HS-AT.5-18.5
093822-H8-AU.5-18.5
093822-HS-AS.5-19.5
093822-HS-AT.5-19.5
093822-HS-AS.5-20.5
093822-HS-AW.5-16
093822-HS-AV.5-16
093822-HS-AU.5-16

‘xxxxxxxxxxxx

05! lbl%;‘

Dale Received by: (mgnarms]

‘ 5 5/0 @Mﬁﬁ/dé?,(

/ } - R%ny (Signatue) B

S/M /u 27 AN 9&6)%

Date : Received b{signa

o o kAl
Recaived by: (signature)

Date :
W f Z L

Normal ___ X__
10-Day
5-Day 3Day
* . Addfioral ReguirementsiComments/Remarks: o 5 ¢
MANUAL SOXLET EXTRACTION REQUIRED.

DCR RATES-ARPLY.

Reunqm'sne,! By (ignature]

CAUTION- POTENTIAL ELEVATED PCES,
on 5/24/10.

Relanushed hy (sxgnamr{

s byl Ll

sample labals say 5/25/10 and are

ware

5/ [2el?. ‘ 4.

incorrect,

5/25/2010
C:A\Documents and Settings\kwolfe\Desktop\Canton COC 5-24-10.xis
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Laboratory Job #
J(ij use only) . m q ,6 s_,

Chain-of-Custody Record Laboratory:  Accutest
Project Information

S .
‘@) Project Name: Canton Airport Project Location: Canton, MA Page 3 of 10

G El p— Project Number: 09382-2 Pro;ect Manager Anne Leifer
400 Unicorn Park Drive . i w e g i o] Prégervative .- - FRE _1,4 Fi
Send Report to: Ray Siegener l I S 'fa Lot

Woburn, MA 01801

PH: 781.721.4000 . les Field
. Send EDD to: labdata@gsiconsultants,com T — - T T Samples Fiel
FX: 781.721.4073 i . Analysts 3. el Filtered

YES NA

Sampled Shipped

If Yes, Are MCP Analytical Methods Required?
If Yes, Are Drinking Water Samples Submitted?
If Yes Hava You Met Mlnlmum Field QC Requlrements?
X T 3

-2%  |093822-HS-AS.5-16 6/24/2010
26 093822-HS-AS-16.5 5/24/2010
~-27  |093822-HS-AS-17.5 5/24/2010
“2%  |093822-HS-AS-18.5 5/24/2010
-39  |0g3822-HS-AS-19.5 5/24/2010
~30 093822-HS-AS-20.5 5/24/2010)
-3l 093822-HS-AS.5-21 5/24/2010
~ 33 |093822-HS-AV.5-20.5 5/24/2010
~ 33 |093822-HS-AW.5-20.5 5/24/2010
34  |093822-HS-AX-20.5 5/24/2010
-35  |093822-HS-AV.5-21 5/24/2010
-36 |093822-HS-AW.5-21 5/24/2010 1
MeR Kevm mquxresihemost,stﬁngm A 3 ralanaes < f Wéround‘“m y s, |Before submitting rush
v g i T ASAT I PR e ;(Buslﬁaéi@é) o cEHturnaround samples, you must
Fatoass3 o G i Ry b () Nommal __X__  Other ____ notify the laboratory to confirm
% MM @7 B?dQL_ 10Day ___ T-Day ___ that the TAT can be achieved.

Recaived by: (signature) 5-Day 3-Day

X Ix X [x [x |x - -
=X X PP 1< |PeBs by manual soxdet
extraction

1.

2. 77&«—-\ .. Additional RequIramehtslﬁgmmentsmema_&ig A
Camy T - : : ‘ ar > MANUAL SOXLET EXTRACTION REQUIRED.

- : DCRRATESAPPLY.
R ; : ectivertly: (Sareste] CAUTION- POTENTIAL ELEVATED PCBS,

4. W LWL A/ 4 4. ) were on 5/24/10. Individusl sample labsls say 5/25/10 and are

incorrect.

5/25/2010
C:\Documents and Settings\kwolfe\Desktop\Canton GOG 5-24-10.xls

M91651R: Chain of Custody
Page 3 of 13
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Chain-of-Custody Record Laboratory: ~ Accutest (l-i:) 1::::,0)” Job# mq' 165

_Project Information

-
|‘®‘ Project Name: Canton Airport Project Location: Canton, MA Page 4 of 10

G EI Consultants Project Number: 08382-2 Project Manager Anne Leifer
. Preservatiye

400 Unicorn Park Drive Send Report to: Ray Siegener C gt R e i EE udll
Woburn, MA 01801 ] | r arhple Hardlllng .
Samples Field

PH: 781.721.4000 .
Send EDD to: labdata@geiconsultants.com — e e z
FX:781.721.4073 e Analydis, L Filtered

McP PR&SUMPTNE ﬁERTAmTY Raoumsp_ : YES NA

lf Yes, Ars MCP Analytical Methods Required? Sampls_d Shipped
If Yes, Are Drinking Water Samples Submitted?

If Yes, Have You Met Minimum Field QC Requirements?

] ; J‘r‘;"g;w@
093822-HS-AV-1 5/24/2010] 1225 SSH
093822-HS-AW-1 5/24/2010] 1226 SSH
093822-HS-AX-1 5/24/2010| 1227 SSH
003822-HS-AY-1 5/24/2010| 1228 SSH
093822-HS-AZ-1 5/24/2010] 1229 SSH
093822-HS-BA-1 5/24/2010] 1230 SSH
093822-HS-BB-1 5/24/2010] 1231 SSH
093822-HS-BC-1 5/24/2010] 1232 SSH
093822-HS-B8D-1 5/24/2010] 1233 SSH
093822-HS-AV-2 5/24/2010] 1234 SSH

093822-HS-AW-2 5/24/2010f 1235 SSH ¢

093822-HS-AX-2 5/24/2010] 1236 | S0 SSH LLnlA /et eze
5d; GE[ redmrés the magtstnn € ‘iMamestandam be met fwaﬂ ar\alytes so T T Tiithdreund Time: ":|Before submitting rugh /

Hro et ponto L BRI ness days) . . & lturnaround samples, you must

Normal __X__ _ notify the laboratory to confirm

0500 | F;de 4 10-Day that the TAT can be achieved.
Time: Received by: (signature) ]/ 5Day 3 e

1205 .7 2 % s aAdditionals Requlrs‘mangsl‘commenlissm rke;
Ralm/m;“m)w(wa) 5 j T;GZ o & J w vl MANUAL SOXLET EXTRACTION REQUIRED.
3 VS EL

ol ol ol ol il kol ol ol ol Eol El PCBsbymanualsoxlet
extraction

[DCR RATES APPLY.

1y
Rslmqulshed By: (Signatufe) : Time: s L’I Recelved by: (signature) CAUTION- POTENTIAL ELEVATED PCBS.

;
Mﬂ Y4 were on 5/24/10. Individual sample labols say 5/2510 and are

incorract.

5/25/2010
C:\Documents and Settings\kwolfe\Desktop\Canton COC 5-24-10.xls

M91651R: Chain of Custody
Page 4 of 13
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- Job #
Chain-of-Custody Record | Laboratory:  Acoutest :-::’:’s:a:")'y ob 4165

X : Project Information
Y
‘@) Project Name: Canton Airport Project Location: Canton, MA Page 5 of 10

G EI Consultants Project Number: 09382-2 PrOJect Manager Anne Leifer
400 Unicorn Park Drive Send Report to: Ray Siegener il B . Praseivative
Woburn, MA 01801 ] '

PH: 781.721.4000 | y
EX: 781.721.4073 Send EDD to: labdata@geiconsultants.com

MCR PRESUMPTIVE CERTINTYREGUIRED = (E8 D N0
If Yes, Are MCP Analytical Methods Required?

If Yes, Are Drinking Water Samples Submitted?
If Yes. Have You Met Minimum Field QC Requirements?

- - s Samples Field
Analysis =~ o E on Filtered

YES NA

Sampled Shipped
With Ice

093822-HS-AY-2 5/24/2010
~§0  |003822-HS-AZ-2 5/24/2010
= 093822-HS-BA-2 5/24/2010
-§2 093822-HS-BB-2 5/24/2010
~53  |093822-HS-BC-2 5/24/2010
-S§Y  |093822-14s-BD-2 5/24/2010
5 |003822-HS-AV-3 5/24/2010
56 |093822-HS-AW-3 5/24/2010
57 |093822-HS-AX-3 5/24/2010
$€  |093622-HS-AY-3 5/24/2010
093822-HS-AZ-3 5/24/2010
G0 |093822-HS-BA-3 5/24/2010)
MCF. LwelNe?da&QElﬁeqmrqsmemmtﬁngén Mothiod 1

bb/o(/rm z¢
Hn/d/;ra
/dv/zm e

N
gllianalytes. (i i|Before submitting rush

e DERECAARENE = 31 L0 i sindss-dd “Mturnaround samples, you must

meedby(wum) X Other notify the laboratory to confirm

GZL‘)' /() . 66 ﬁ?m,( 7Day that the TAT can be achieved.

Datd: /7 [Received by: (signature), ] 50 L 4Day
{é(//d 2/ /:,) S i Y Ag—l?iTt— lonal;Requiraments/Comnie fﬁﬁemal’ks' :

Date : 3 .
5= / [Racalved (’{w'ﬁ -2 MANUAL SOXLET EXTRACTION REQUIRED.
<l | 124S /

3 /(:aq A 27751 23—\ ‘ﬂW"WN DCR RATES APPLY.
R > Time: R 3
© \(

PP PP X ¢ |PcBs by manual soxiet | %]
extraction

; (signature;] Date : .
elnquished oy (s gnatre) ate ookived by (Slgmatie) CAUTION- POTENTIAL ELEVATED PCBS.

4. \up OA AR 12yl 4. b, ,ﬂ Al were d on 5/24/10. sample labels say 5/25/10 and are

incorrect.

5/25/2010
C:\Documents and Settings\kwolfe\Desktop\Canton COC 5-24-10.xis
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< . Laboratory Job #
Chain-of-Custody Record Laboratory:  Acoutest e 1161651
Project Information

-~
‘@’ Project Name: Canton Airport Project Location: Canton, MA Page 6 of 10

G EI Consultants Project Number: 09382-2 Fslcelimers s leffar
- Prasarvative

400 Unicorn Park Drive Send Report to: Ray Siegener l - | - l l l | - , ’ - r WOHén i

Woburn, MA 01801
Samples Field

PH: 781.721.4000
: Send EDD to: labdata@geiconsultants.com z = —
FX: 781.721.4073 B - Apalysls e Filtered

MCP PRESUMPTIVE GERTAINTY REQUIRED = (YES ) NO YES NA
If Yes, Are MCP Analytical Methods Required? Sampled Shipped

If Yes, Are Drinking Water Samples Submitted? With lce
If Yes, Have You Met Minimum Field QC Requirements?

extraction

Foba’ | crisonpieio’: i
093822-HS-BB-3 5/24/2010] 1249
093822-HS-BC-3 5/24/2010] 1250 S0
093822-HS-AV-4 5/24/2010] 1251 S0
093822-HS-AW-4 5/24/2010{ 1252 S0
093822-HS-AX-4 5/24/2010 1253 SO
093822-HS-AY-4 5/24/2010] 1254 SO
093822-HS-AZ-4 5/24/2010| 1255 S0
093822-HS-BA-4 5/24/2010] 1256 SO
093822-HS-BB-4 5/24/2010] 1257 SO
093822-HS-BC-4 5/24/2010| 1258 S0
093822-HS-AV-5 5/24/2010] 1259 S0
093822 HS AW 5 5/24/2010 1300 S0

%/r//.l)frcé—ze,

il /e

N4

Bt ;[M;Pstandacdbe'metfoﬂéﬂ aﬁalyies« A Tumdround Time: .. :|Before submitting rush
e K S -2 Jturnaround samples, you must

X OIx X O|IX X [x [X |x X
> > [* {PCBs by manual soxlet

STy Normal __X__ notify the laboratory to confim

_‘)\/y{) 0 0/0/',0 ééj ;;-7 A 0 0 10-Day T that the TAT can be achieved.

R;Imqulshsd b (s 7 ture Dato : /} Time: Recelved by (slgnamre 5-Day

0 GEL f J_g/z{//o / 275 / /w\ 944] Gl . Addltiondl. Raqul?e?nenﬁleommantisemaﬂﬁg\f
Refinqishad by: (grane) . e ke / mead b MANUAL SOXLET EXTRACTION REQUIRED.

3/ d"‘; A Lg i )/lt. {DCR-RATES-ARRLY., — .-
FE" ehed . (Bere) pale: I—m’m T CAUTION- POTENTIAL ELEVATED PCBS.
4

QN‘//(W ql}d/ y’ 4 f\w %// les ware d on 5/24/10. Individual sample labels say 5/25/10 and are

incorrect.

5/25/2010
and Settir Desktop\Canton COC 5-24-10.xIs

M91651R: Chain of Custody
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- Laboratory Job #
Chain-of-Custody Record Laboratory:  Acoutest ‘ :buc::fnf’)'y © neics!

Project Information

"
I‘@) Project Name: Canton Airport Project Location: Canton, MA Page 7 of 10

G E I & Project Number: 09382.2 Project Manager: Anne Leifer
o hiu . Preservativ

Waoburn, MA 01801

PH: 781.721.4000 . . | Samples Field
Send EDD to: labdata@geiconsultants.com - — : - T
FX; 781.721.4073 > Y CAmalysts o o Filtered

MCP PRESUMETIVE GERTAINTY REQUIRED .« (YES D NO' . ves (RO ONA
Sampled Shipped
With Ice

400 Unicorn Park Drive Send Report to: Ray Siegener s | B

If Yes, Are MCP Analytical Methods Required?
If Yes, Are Drinking Water Samples Submitted?
If Yes, Have You Met Minimum Field QC Requirements?

R xGﬂSﬂgﬁbn o

093822-HS-AX-5 5/24/2010] 1301
093822-HS-AY-5 5/24/2010{ 1302
093822-HS-AZ-5 5/24/2010| 1303
093822-HS-BA-5 5/24/2010] 1304
093822-HS-BB-5 5/24/2010] 1305
093822-HS-AZ-6 5/24/2010] 1306
093822-HS-BA-6 5/24/2010] 1307
093822-HS-BB-6 5/24/2010| 1308
093822-H$-AZ-7 5/24/2010| 1309
093822-HS-BA-7 5/24/2010] 1310
093822-HS-BB-7 5/24/2010] 1311

093822 HS-BC—S 5/24/2010f 1312
Meﬂwd 1 M upéfﬂﬁdgfd bé met fer al] anawtes . RS l'qmareund 1Imﬁ E . |Before submitting rush
y ¥ . (Busligss de turnaround samples, you must

R;immv sawar(.s' pete) Py B "”S'wm) Non:;;al_ __ Other notify the laboratory to confirm
. { i 5/5767/0 aﬁw ( 67 W % 10-Day ___ 7-Day that the TAT can be achieved.
Relnaushed by: (sgnature) !/ D : Reccived by: (5'9’“““’9’ 5 Day 3-Da
IRENCHA M ﬁ(/lo ’Z‘/f 2 S é/f«sgtub Additional, ‘Réqulrements/Comments/Remarks:

[Relinquished by: (signature) N Date , Time: Received by: (MME) |MANUAL SOXLET EXTRACTION REQUIRED.
M 25 / 256/ d -

Relinquished b¥: (signalure) Date - Time: Recewved by: (signature) CAUTIGN: POTENTIAL ELEVATED PCES.

4. 2 MM 6735 //.P \5\( 4 20 G 27 Samplos wera collectad on 5/24/10. Individual sample labels say 5/25110 and ars

incorrect.

hold [exe:
holdl /(e ez,
Noldt /oece 2¢

PP PP [ P [eess by manual soxiet
lextraction

5/26/2010
Desktop\Canton COC 5-24-10.xls

M91651R: Chain of Custody
Page 7 of 13
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Chain-of-Custody Record

Laboratory:  Accutest

Laboratory Job #

Lab uss only)

1141651

GEl@

400 Unicorn Park Drive
Woburn, MA 01801
PH: 781.721.4000
FX: 781.721.4073

Project Information

Project Name: Canton Airpart

Project Location: Canton, MA

Page 8 of 10

Project Number: 09382-2

Project Manager: Anne Leifer

Send Report to:

Send EDD to: labdata@geiconsultants,com

Ray Siegener - ,

Pregervative

| [ 1]

| séimpla Hangiing
Samples Field

Analysis”

Filtered

MCP PRESUMPTIVE CERTAINTY REQUIRED =

If Yes, Are MCP Analytical Methods Required?
If Yes, Are Drinking Water Samples Submitted?
If Yes, Have You Met Minimum Field QC Requirements?

093822 HS-BD-3

/Dite-

| it | Botien” | sitials -

| satnptarie)

YES NA

Sampled Shipped
With lce

5/24/2010] 1313

SO 1 SSH

093822-HS-BD-4

6/24/2010] 1314

S0 SSH

093822-HS-BD.5-2

5/24/2010{ 1315

SO SSH

093822-HS-BD.5-1

5/24/2010| 1316

SO SSH

093822-HS-BD-0.5

5/24/2010] 1317

S0 SSH

093822-HS-BC-0.5

6/24/2010{ 1318

SO SSH

093822-HS-BB-0.5

5/24/2010{ 1313

S0 SSH

093822-HS-BA-0.5

5/24/2010] 1320

SO SSH

093822-HS-AZ-0.5

5/24/2010] 1321

SO SSH

093822-HS-AY-0.5

5/24/2010] 1322

S0 SSH

093822-HS-AX-0.5

5/24/2010| 1323

SO SSH

093822-HS-AW-0.5

5/24/2010] 1324

SO 1 SSH

T PP P lrces by manual soxiet
extraction

GEl uires Fie mos’é stringent Method 1 M-é-ﬁétandard bemét for all-an: al“y"t§$

et

* Turnaround Time

' (Busjnégs days):

"<:i{Before submitting rush
.:{tumaround samples, you must

Recewed by: (sng\am)

0500 1, %

25, dq/(

Relinadishgf by: (signature)

Recelved by sgnators)|

Normal
10-Day

S-Day

X __ Other
7-Day
3-Da

notify the laboratory to confirm
that the TAT can be achieved.

2 GE Fe

zys

2//*\5444‘«4._ e

‘Additional Réqulrements/Comments/Rejtiarks

/z‘ff_Er 7o

Time: Received by: (signhture) 7

|MANUAL SOXLET EXTRACTION REQUIRED.

Ve /ﬂ

- |PER RATES-APPLY————

Time: Received by: (swy\am)

radl VY,

CAUTION- POTENTIAL ELEVATED PCBS,

Sampies were collected on 5/24/10, Individual sample labsls say 5/25/10 and are

incorrect.

5/25/2010

C:\Documents and Settings\kwolfe\Desktop\Canton COC 5-24-10.xIs

M91651R: Chain of Custody
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. Laboratory Job #
Chain-of-Custody Record Laboratory: ~ Accutest rseiingl rl4les|

Project Information

-
I‘O’; Project Name: Canton Airport Project Location: Canton, MA Page 9 of 10

G | I Cansuttants Project Number: 09382-2 Project Manager: Anne Leifer

P B Preservative i -
400 Unicorn Park Drive 2 P : = _rreser L v e S ;
Send Report to: Ray Siegener , ! f . sie o,

Woburn, MA 01801

PH: 781.721.4000 ) i Samples Field
Send EDD to: labdata@geiconsultants.com % P
EX: 781.721.4073 @g ] n Analysis - Filtered

MCP PRESUMPTIVE GERTAINTY REQUIRED - @Es D No €S NA

lf Yes, Are MCP Analytical Methods Required? Sampled Shipped

If Yes, Are Drinking Water Samples Submitted? YES With Ice
If Yes. Hava You Met Minimurn Field QC Requxremen!s’»‘ YES @

-+ i Colldstion . i
; ﬁmgg Spacifio. Ramurts

gﬂsmﬂglo .

093822-HS AV-0.5 5/24/2010
093822-HS-AU.5-1 5/24/2010
093822-HS-AU.5-2 5/24/2010
093822-HS-AU.5-3 5/24/2010
093822-HS-AU.5-4 5/24/2010
093822-HS-AU.5-5 5/24/2010
093822-HS-AV-5.5 5/24/2010)
093822-HS-AW-5.5 5/24/2010,
093822-HS-AX-5.5 5/24/2010
093822-HS-AY-5.5 5/24/2010
093822-HS-AY.5-6 5/24/2010

093822 HS -AY . 5 7 5/24/2010 -

i Metha,&tMBP taridard be. mebfofa“ g . Tiifparound Tiivie - i+ |Before submitting rush
AL L Bias ol (Business.days):. .. " lturnaround samples, you must
[Recared . (s Normal __X__ Other _____ notify the laboratory to confirm

] | Oﬁ()o 1667 P, M i 10.0ay ___  7Day that the TAT can be achieved.
R e T A W Ff?“z?‘f‘“.’" o, 5-Day 3Day
0. GCEL (M‘Z\/, v %?‘f«\ —_ Additlonal Requirements/Gomments/Ramarks:

= - ¥ " -
Relpu_iw by: (signalure) g S igtina) MANUAL SOXLET EXTRACTION REQUIRED.

PP PP ]* PP IecBs by manual soxiet |
extraction

3 L Lem e 4 : Z DER RATESAPPLY:

o - —_
el O () ; ) ’ CAUTION- POTENTIAL ELEVATED PCES.
M/ ./ . {Samples were collected on 5/24/10. Individual sample labels say 5/25/10 and are

G V)

512512010
and Settir Desklop\Canton COC 5-24-10.xls

M91651R: Chain of Custody
Page 9 of 13
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. . Laboratory Job #
Chain-of-Custody Record Laboratory:  Accutest A NS
Project Information

N
‘@) Projact Name: Canton Alrport Project Location: Canton, MA Page 10 of 10
GEl L-‘

Project Number: 09382-2 Project Manager: Anne Leifer
400 Unicorn Park Drive Send Report to: Ray Siegener o Provolyetive ol s ia ]
Woburn, MA 01801 ¢ l ‘ , ‘ l , T Samplé Handlin
Samples Field

PH: 781.721:4000 Send EDD to: labdata@geiconsultants.com

FX: 781.721.4073 : . Analysis . Filtered
MGP PRESUMPTIVE CERTAINTY REQUIRED  ~ (YE§ ) NO

If Yes, Are MCP Analytical Methods Required? (e N NA
If Yes, Are Drinking Water Samples Submitted? YES NA
If Yes Have You Met Minimum Field QC Reqwramenls’? NO NA

YES NA

Sampled Shipped
With Ice

@NO

Sampls Sgeblhc Romirks

extraction

stsnmﬂa B R T : > uo,ef Bamplans)
Num@; o K " GEl SamplelD ' LN hadd ;1) - A Matrix | B&QA‘: _ thitiats "
~ 44 093822-HS-AZ-7.5 5/24/2010 SSH
-0 093822-HS-BA-7.5 5/24/2010 3 SSH
-1l 093822-HS-BD.5-6 5/24/2010 SSH
<I{A  ]093822-HS-BD.5-7 5/24/2010 SSH

> < X < [PCBs by manual soxiet

Tumaround Tlme 3 ‘|Before submitting rush

e {turnaround samples, you must
Other _____ notify the laboratory to confirm
that the TAT can be achieved.

MCP Level Neéded‘ GE! mi:mres the most stnngari- Methm;j 1 M@P standard bé met for alf analytes

7-Day
_ 3-Day
__AdditionialRequilrements/Comments/Remarks: . ...

MANUAL SOXLET EXTRACTION REQUIRED.

Relinquished By: (ygnature)

2%757,4/_

DGR RATES-APPLY.

&
Received by:
I'G“ 6d by: (signature) CAUTION- POTENTIAL ELEVATED PCBS.

4. M wera on §/2410. sample labels say 5/25/10 and ara

incorrect.

5/25/2010
C:\Documents and Settings\kwotfe\Desktop\Canton COC 5-24-10,xis

M91651R: Chain of Custody
Page 10 of 13
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Massachusetts Department BWSC-CAM  |Exhibit VIl A-1
of Environmental Protection 21 May 2004  |Revision No. 3.2
Bureau of Waste Site Cleanup Final Page 10 of 32

Title: MADEP MCP Response Action Analytical Report Certification Form

MADEP MCP Analytical Method Report Certification Form

Laboratory Name: Accutest Laboratories of New England Project #: M91651R

Project Location: ) MADEP RTN None
Canton Airport Canton MA

This form provides certifications for the following data set:
M91651-43R,M91651-52R,M91651-75R,M91651-76R,M91651-77R,M91651-85R,M91651-86R

Sample Matrices: Groundwater Soil/Sediment X Drinking Water () Other: O 0
MCP SW-846 8260B () 8151A () 8330 () 6010B O TA70A/1A ()
Methods Used 8270C () 8081A () VPH () 6020 () 9014M ° ()

As specified in MADEP 8082 (X) 8021B () EPH () 7000 S ° () 7196A ()

Compendium of 1 List Release Tracking Number (RTN), if known

Analytical Methods. 2 M - SW-846 Method 9014 or MADEP Physiologically Available Cyanide (PAC) Method

(Check all that apply) [3S-Sw-846 Methods 7000 Series List Individual method and analyte

An affirmative response to questions A, B, C, and D is required for "Presumptive Certainty status

A [Were all samples received by the laboratory in a condition consistent with | Yes [INot?
that described on the Chain-of-Custody documentation for the data set?

Were all QA/QC procedures required for the specified analytical method(s)

B |included in this report followed, including the requirement to note and Yes [JNot?
discuss in a narrative QC data that did not meet appropriate performance

standards or guidelines?

Does the data included in this report meet all the analytical requirements
C |for “Presumptive Certainty”, as described in Section 2.0 (a), (b), (c) and Yes [INo*
(d) of the MADEP document CAM VII A, “Quality Assurance and Quality
Control Guidelines for the Acquisition and Reporting of Analytical Data”?

D |VPH and EPH methods only: Was the VPH or EPH method run without Yes [INot?
significant modifications, as specified in Section 11.3?

A response to questions E and F below is required for "Presumptive Certainty" status

E |Were all QC performance standards and recommendations for the L] Yes No !
specified methods achieved? Refer to Narrative

F |Were results for all analyte-list compounds/elements for the specified Yes LI Not
method(s) reported? Refer to Narrative

1 - - - -
All Negative responses must be addressed in an attached Environmental Laboratory case narrative.

| the undersigned, attest under the pains and penalties of perjury that, based upon my personal
inquiry of those responsible for obtaining the information, the material contained in this
analytical report is, to the best of my knowledge and belief, accurate and complete.

Signature: S M Position: Laboratory Director

Printed Name: Reza Tand Date: 07/19/2010
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Accutest Laboratories

Internal Sample Tracking Chronicle

GEI Consultants, Inc.

Job No: M91651R
Canton Airport Canton MA
Project No: 09382-2

Sample
Number  Method Analyzed By Prepped By  Test Codes

M91651-43RCollected: 24-MAY-10 12:31 By: SSH Received: 25-MAY-10 By: JB
093822-HS-BB-1

M91651-43RSW846 8082 26-JUN-10 23:25 SL 25-JUN-10 FG  P8082SOXHLET
M91651-43RSW846 8082 27-JUN-10 19:17 SL 25-JUN-10 FG  P8082SOXHLET
M91651-43RSM21 2540 B MOD.  30-JUN-10 MC %SOL

M91651-52RCollected: 24-MAY-10 12:40 By: SSH Received: 25-MAY-10 By: JB
093822-HS-BB-2

M91651-52RSW846 8082 26-JUN-10 23:40 SL 25-JUN-10 FG  P8082SOXHLET
M91651-52RSW846 8082 28-JUN-10 18:38 SL 25-JUN-10 FG  P8082SOXHLET
M91651-52RSM21 2540 B MOD.  30-JUN-10 MC %SOL

M91651-75RCollected: 24-MAY-10 13:03 By: SSH Received: 25-MAY-10 By: JB
093822-HS-AZ-5

M91651-75RSW846 8082 27-JUN-10 00:24 SL 25-JUN-10 FG  P8082SOXHLET
M91651-75RSW846 8082 28-JUN-10 19:08 SL 25-JUN-10 FG  P8082SOXHLET
M91651-75RSM21 2540 B MOD.  30-JUN-10 MC %SOL

M91651-76RCollected: 24-MAY-10 13:04 By: SSH Received: 25-MAY-10 By: JB
093822-HS-BA-5

M91651-76RSW846 8082 27-JUN-10 00:39 SL 25-JUN-10 FG  P8082SOXHLET
M91651-76RSW846 8082 28-JUN-10 19:38 SL 25-JUN-10 FG  P8082SOXHLET
M91651-76RSM21 2540 B MOD.  30-JUN-10 MC %SOL

M91651-77RCollected: 24-MAY-10 13:05 By: SSH Received: 25-MAY-10 By: JB
093822-HS-BB-5

M91651-77RSW846 8082 27-JUN-10 01:08 SL 25-JUN-10 FG  P8082SOXHLET
M91651-77RSW846 8082 28-JUN-10 19:52 SL 25-JUN-10 FG  P8082SOXHLET
M91651-77RSM21 2540 B MOD.  30-JUN-10 MC %SOL

M91651-85RCollected: 24-MAY-10 13:13 By: SSH Received: 25-MAY-10 By: JB
093822-HS-BD-3

M91651-85RSM21 2540 B MOD.  15-JUL-10 CF %SOL
M91651-85RSW846 8082 18-JUL-10 02:52 SL 17-JUL-10 FG  P8082SOXHLET
Page 1 of 2
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Accutest Laboratories

Internal Sample Tracking Chronicle

GEI Consultants, Inc.

Job No: M91651R
Canton Airport Canton MA
Project No: 09382-2
Sample
Number  Method Analyzed By Prepped By  Test Codes
M91651-85RSW846 8082 19-JUL-1009:21 SL  17-JUL-10 FG  P8082SOXHLET
M91651-86RCollected: 24-MAY-10 13:14 By: SSH Received: 25-MAY-10 By: JB
093822-HS-BD-4
M91651-86RSW846 8082 27-JUN-10 01:38 SL  25-JUN-10 FG  P8082SOXHLET
M91651-86RSW846 8082 27-JUN-10 21:15 SL 25-JUN-10 FG P8082SOXHLET
M91651-86RSM21 2540 B MOD.  30-JUN-10 MC %SOL
Page 2 of 2
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Section 5

-. New England
UAaCCUTEST

LABORATORIES

GC Semi-volatiles

QC Data Summaries

Includes the following where applicable:

= Method Blank Summaries

= Blank Spike Summaries

= Matrix Spike and Duplicate Summaries
= Surrogate Recovery Summaries
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Method Blank Summary Page 1 of 1
Job Number: M91651R

Account: GEI GEI Consultants, Inc.
Project: Canton Airport Canton MA
Sample File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
OP21765-MB EF77879.D 1 06/26/10 SL 06/25/10 OP21765 GEF3497
1
-
H
The QC reported here applies to the following samples: Method: SW846 8082

M91651-43R, M91651-52R, M91651-75R, M91651-76R, M91651-77R, M91651-86R

CAS No. Compound Result RL Units Q
12674-11-2 Aroclor 1016 ND 96 ug/kg
11104-28-2 Aroclor 1221 ND 96 ug/kg
11141-16-5 Aroclor 1232 ND 96 ug/kg
53469-21-9 Aroclor 1242 ND 96 ug/kg
12672-29-6 Aroclor 1248 ND 96 ug/kg
11097-69-1 Aroclor 1254 ND 96 ug/kg
11096-82-5 Aroclor 1260 ND 96 ug/kg
CAS No. Surrogate Recoveries Limits
877-09-8  Tetrachloro-m-xylene 115% 30-150%
877-09-8  Tetrachloro-m-xylene 118% 30-150%
2051-24-3 Decachlorobiphenyl 111% 30-150%
2051-24-3 Decachlorobiphenyl 106% 30-150%

[ | 31 of 37
W ACCUTEST
MO1651R ~ ABemaTemies



Method Blank Summary
Job Number: M91651R

Page 1 of 1

' I

Account: GEI GEI Consultants, Inc.

Project: Canton Airport Canton MA

Sample File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
OP22006-MB EF78754.D 1 07/18/10 SL 07/17/10 OP22006 GEF3521
The QC reported here applies to the following samples: Method: SW846 8082
M91651-85R

CAS No. Compound Result RL Units Q

12674-11-2 Aroclor 1016 ND 96 ug/kg

11104-28-2 Aroclor 1221 ND 96 ug/kg

11141-16-5 Aroclor 1232 ND 96 ug/kg

53469-21-9 Aroclor 1242 ND 96 ug/kg

12672-29-6 Aroclor 1248 ND 96 ug/kg

11097-69-1 Aroclor 1254 ND 96 ug/kg

11096-82-5 Aroclor 1260 ND 96 ug/kg

CAS No. Surrogate Recoveries Limits

877-09-8  Tetrachloro-m-xylene 118% 30-150%

877-09-8  Tetrachloro-m-xylene 115% 30-150%

2051-24-3 Decachlorobiphenyl 119% 30-150%

2051-24-3 Decachlorobiphenyl 117% 30-150%
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Blank Spike/Blank Spike Duplicate Summary

Job Number: M91651R

Page 1 of 1

Account: GEI GEI Consultants, Inc.

Project: Canton Airport Canton MA

Sample File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
OP21765-BS EF77880.D 1 06/26/10 SL 06/25/10 OP21765 GEF3497
OP21765-BSD EF77881.D 1 06/26/10 SL 06/25/10 OP21765 GEF3497

The QC reported here applies to the following samples:

M91651-43R, M91651-52R, M91651-75R, M91651-76R, M91651-77R, M91651-86R

CAS No.

12674-11-2
11104-28-2
11141-16-5
53469-21-9
12672-29-6
11097-69-1
11096-82-5

CAS No.

877-09-8
877-09-8
2051-24-3
2051-24-3

Compound

Aroclor 1016
Aroclor 1221
Aroclor 1232
Aroclor 1242
Aroclor 1248
Aroclor 1254
Aroclor 1260

Surrogate Recoveries

Tetrachloro-m-xylene
Tetrachloro-m-xylene
Decachlorobiphenyl
Decachlorobiphenyl

Spike
ug/kg

254

254

BSP

110%
114%
107%
108%

BSP

BSP

ug’kg %

288
ND
ND
ND
ND
ND
273

113

108

BSD

112%
117%
109%
108%

BSD
ug/kg

314
ND
ND
ND
ND
ND
295

Limits

30-150%
30-150%
30-150%
30-150%

Method: SW846 8082

BSD

%

120

113

RPD

nc
nc
nc
nc
nc

G I

Limits
Rec/RPD

40-140/30
40-140/30
40-140/30
40-140/30
40-140/30
40-140/30
40-140/30
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Blank Spike/Blank Spike Duplicate Summary
Job Number: M91651R

Page 1 of 1

Account: GEI GEI Consultants, Inc.
Project: Canton Airport Canton MA
Sample File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
OP22006-BS EF78755.D 1 07/18/10 SL 07/17/10 OP22006 GEF3521
OP22006-BSD EF78756.D 1 07/18/10 SL 07/17/10 OP22006 GEF3521 S
(N

The QC reported here applies to the following samples: Method: SW846 8082
M91651-85R

Spike  BSP BSP  BSD BSD Limits
CAS No. Compound ug/kg ug/kg % ug’kg % RPD Rec/RPD
12674-11-2 Aroclor 1016 261 333 128 314 118 6 40-140/30
11104-28-2 Aroclor 1221 ND ND nc 40-140/30
11141-16-5 Aroclor 1232 ND ND nc 40-140/30
53469-21-9 Aroclor 1242 ND ND nc 40-140/30
12672-29-6 Aroclor 1248 ND ND nc 40-140/30
11097-69-1 Aroclor 1254 ND ND nc 40-140/30
11096-82-5 Aroclor 1260 261 340 130 337 127 1 40-140/30
CAS No. Surrogate Recoveries BSP BSD Limits
877-09-8  Tetrachloro-m-xylene 118% 119% 30-150%
877-09-8  Tetrachloro-m-xylene 115% 120% 30-150%
2051-24-3 Decachlorobiphenyl 120% 122% 30-150%
2051-24-3 Decachlorobiphenyl 119% 120% 30-150%
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Matrix Spike/Matrix Spike Duplicate Summary

Job Number: M91651R

Page 1 of 1

Account: GEI GEI Consultants, Inc.

Project: Canton Airport Canton MA

Sample File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
OP21765-MS EF78243.D 1 07/06/10 SL 06/25/10 OP21765 GEF3508
OP21765-MSD EF78244.D 1 07/06/10 SL 06/25/10 OP21765 GEF3508
M92047-1 EF77891.D 1 06/27/10 SL 06/25/10 OP21765 GEF3497

The QC reported here applies to the following samples:

M91651-43R, M91651-52R, M91651-75R, M91651-76R, M91651-77R, M91651-86R

Method: SW846 8082

' I

M92047-1 Spike MS MS MSD  MSD Limits
CAS No. Compound ug/kg Q ug/kg uglkg % ug’kg % RPD Rec/RPD
12674-11-2 Aroclor 1016 ND 281 206 73 131 47 45 40-140/50
11104-28-2 Aroclor 1221 ND ND ND nc 40-140/50
11141-16-5 Aroclor 1232 ND ND ND nc 40-140/50
53469-21-9 Aroclor 1242 ND ND ND nc 40-140/50
12672-29-6 Aroclor 1248 ND ND ND nc 40-140/50
11097-69-1 Aroclor 1254 ND ND ND nc 40-140/50
11096-82-5 Aroclor 1260 31.3 281 195 58 127 34*a 42 40-140/50
CAS No. Surrogate Recoveries MS MSD M92047-1  Limits
877-09-8  Tetrachloro-m-xylene 63% 43% 109% 30-150%
877-09-8  Tetrachloro-m-xylene 56% 43% 110% 30-150%
2051-24-3 Decachlorobiphenyl 70% 47% 96% 30-150%
2051-24-3 Decachlorobiphenyl 61% 43% 79% 30-150%
(a) Outside control limits due to possible matrix interference.
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Matrix Spike/Matrix Spike Duplicate Summary

Job Number: M91651R

Page 1 of 1

Account: GEI GEI Consultants, Inc.
Project: Canton Airport Canton MA
Sample File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
OP22006-MS EF78757.D 1 07/18/10 SL 07/17/10 OP22006 GEF3521
OP22006-MSD EF78758.D 1 07/18/10 SL 07/17/10 OP22006 GEF3521 OU-'Q
M92489-8 EF78759.D 1 07/18/10 SL 07/17/10 OP22006 GEF3521 [\
The QC reported here applies to the following samples: Method: SW846 8082
M91651-85R
M92489-8 Spike MS MS MSD  MSD Limits

CAS No. Compound ug/kg Q ug/kg uglkg % ug’kg % RPD Rec/RPD
12674-11-2 Aroclor 1016 ND 266 361 136 348 131 4 40-140/50
11104-28-2 Aroclor 1221 ND ND ND nc 40-140/50
11141-16-5 Aroclor 1232 ND ND ND nc 40-140/50
53469-21-9 Aroclor 1242 ND ND ND nc 40-140/50
12672-29-6 Aroclor 1248 149 479 626 27 40-140/50
11097-69-1 Aroclor 1254 ND ND ND nc 40-140/50
11096-82-5 Aroclor 1260 305 266 355 19*a 387 31*a 9 40-140/50
CAS No. Surrogate Recoveries MS MSD M92489-8  Limits
877-09-8  Tetrachloro-m-xylene 118% 109% 119% 30-150%
877-09-8  Tetrachloro-m-xylene 119% 109% 117% 30-150%
2051-24-3 Decachlorobiphenyl 211%* @ 571%* @ 194%* @ 30-150%
2051-24-3 Decachlorobiphenyl 89% 108% 98% 30-150%
(a) Outside control limits due to possible matrix interference.
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Semivolatile Surrogate Recovery Summary Page 1 of 1
Job Number: M91651R
Account: GEI GEI Consultants, Inc.
Project: Canton Airport Canton MA
Method: SW846 8082 Matrix:
Samples and QC shown here apply to the above method i
il
Lab Lab
Sample 1D File ID S1 S1b S2a S2b
M91651-43R EF77922.D 0.0* ¢ 0.0* ¢ 0.0* ¢ 0.0*¢
M91651-43R EF77883.D 96.0 92.0 113.0 107.0
M91651-52R EF77962.D 0.0* ¢ 0.0* ¢ 0.0* ¢ 0.0* ¢
M91651-52R EF77884.D 96.0 90.0 155.0* 4 191.0* d
M91651-75R EF77964.D 0.0¢ 0.0*¢ 0.0~¢ 0.0%¢
M91651-75R EF77886.D 111.0  96.0 407.0% 94 476.0% d
M91651-76R EF77965.D 0.0¢ 0.0*¢ 0.0¢ 0.0%¢
M91651-76R EF77887.D 92.0 94.0 283.0% 4 396.0* d
M91651-77R EF77966.D 0.0¢ 0.0*¢ 0.0¢ 0.0%¢
M91651-77R EF77888.D 104.0 102.0 95.0 155.0* d
M91651-85R EF78841A.D 0.0¢ 0.0*¢ 0.0¢ 0.0%°¢
M91651-85R EF78760.D 123.0 101.0 176.0* d 202.0*d
M91651-86R EF77928.D 0.0*¢ 0.0 ¢ 0.0*¢ 0.0 ¢
M91651-86R EF77890.D 105.0 108.0 119.0 173.0*d
OP21765-BS EF77880.D 110.0 114.0 107.0 108.0
OP21765-BSD EF77881.D 112.0 117.0 109.0 108.0
OP21765-MB EF77879.D 115.0 118.0 111.0 106.0
OP21765-MS EF78243.D 63.0 56.0 70.0 61.0
OP21765-MSD  EF78244.D 43.0 43.0 47.0 43.0
OP22006-BS EF78755.D 118.0 115.0 120.0 119.0
OP22006-BSD  EF78756.D 119.0 120.0 122.0 120.0
OP22006-MB EF78754.D 118.0 115.0 119.0 117.0
OP22006-MS EF78757.D 118.0 119.0 211.0* 9 89.0
OP22006-MSD  EF78758.D 109.0 109.0 571.0* 9 108.0
Surrogate Recovery
Compounds Limits
S1 = Tetrachloro-m-xylene 30-150%
S2 = Decachlorobiphenyl 30-150%
(a) Recovery from GC signal #1
(b) Recovery from GC signal #2
(c) Outside control limits due to dilution.
(d) Outside control limits due to possible matrix interference.
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